
DEPARTMENT OF HEALTH Ai",]) HUMAN SERVICES 
FOOD Al'\'D DRUG AD11Il\TJSTRATJON 

DISTRICT ADDRESS AND PHONE NUMBER 

67Sl Steger Drive 
Cincinnati, OR 45237-3097 
(Sl3 ) 679-2700 Fax: (Sl3) 679-2772 
Industry Information: wVlW.fda.gov/oc/industry 
NAME AND TITLE OF INDIVI UAL TOV/HOM REPORT ISSUED 

TO: John R. Pratt, General Manager 
FIRM NAME 

Amylin Pharmaceuticals Inc 
CITY, STATE, ZlP CODE, COUNTRY 

West Chester, OH 4S07l 

STREET ADDRESS 

8814 Trade 

OATE(S) OF INSPECTION 

l2/07/2009 - 12/23/2009* 
FE! NUMBER 

3006316363 

Port Dr 
n PE ESTABLISHMENT INSPECTED 
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This document lists observations made by the FDA representative(s) during the inspection of your facility. They are inspectional 
observations, and do not represent a final Agency determination regarding your compliance. If you have an objection regarding an 
observation, or have implemented, or plan to implement, corrective action in response to an observation, you may discuss the objection or 
action with the FDA representative(s) during the inspection or submit this infonnation to FDA at the address above. If you have any 
questions, please contact FDA at the phone number and address above. 

DURING AN INSPECTION OF YOUR FIRM WE OBSERVED: 

OBSERVATION 1 

Procedures designed to prevent microbiological contamination ofdmg products purporting to be sterile are not established 
and followed. 

Specifically, 

The finn has yet to complete a media fill that simulates the cOllllllercial batch inspection process. From 
4/18/2008 to present, ten media fills have been performed. All ten media fills have undergone a manual 
visual inspection per 2-IPSOOI. The proposed cOllllllercial batches, including the process validation 
batches, are scheduled to undergo an automated inspection process per 2-INS002 or 2-INS003 which 
includes the vibrator/shaker table. 

OBSERVATION 2 

Established laboratory control mechanisms are not documented at the time of performance. 

Specifically, 

SOP 2-QML-056, «b) (4) 
- -

(b) (4), states that the initial gowning qualification process, which is required to enter the aseptic 
I (b) (4) I' k d' '1' I '11' I d .... . . . darea w len IS pac age mto sten e via S, WI mc u e partiCipatIOn 11l a trammg sessIOn an 

technique evaluation.~contracted personnel were hired to perfom(b) (4) filter testing in the aseptic 
filling area between 08/25/09 and 08/27/09. Training documents indicate that each ofthese contractors 
was trained on the appropriate gowning procedure on 08/24/09, which included an evaluation of the 
ability of the contractors to perform the gowning. However, the training record for one contractor ,~ 

indicates that he was wearing a cast, and further interview ofthe trainer revealed that the cast was on his 
aml. Therefore, it would be impossible for him to adequately demonstrate the gowning procedure. 
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Nevertheless, the trainer signed off twice as having evaluated this gowning pmcedure. Quality control 
did "not appropriately review these training documents nor initiate an investigation into this situation 

.prior to this inspection. 

OBSERVATION 3 

Written production and process control procedures are not followed in the execution ofproduction and proe,:ss_control
 
functions.
 

Specifically, 
" " 

SOP 2-ENG-OlO, l(b) (4) 

states that when an alarm is triggered, the respondIDg employee should acknowledge the alarm and then 
follow the proper workflow, including documentation and investigation. There is no SOP which 
addresses who can disable an alarm, under what circumstance an alarm may be disabled, and who is 
responsible for determining ifan'alarm should be disabled. However, at 12:29 AM on 09/23/09>the 
AIT-2l201"alarm was disabled. This alarm detects high levels ofTotal Organic Carbon in the 
distribution loop for the hot water-for-injection which is used to manufacturtfb)(4) The 
maintenance log and resulting deviation (pM 6425) indicates that the facilities department was 
instructed to disable the alarm by the QA Director. _ 

OBSERVATION 4 

In-process materials are no! tested for quality and purity and approved o~ rejected by the quality control unit during the 
production process. 

-Specifically, 

No investigations were being perfo=ed on vialswhich contained critical defects that were less than 5% 
[12,500 vials ofa 250,000 vial batch]. 5% of the total vials would have to be rejected before an 

investigation Was to be perfo=ed. For example, glass particulates located in the vials and cracked vials 
were not being investigated since they consisted ofless than five percent of the overall batch. 

. 
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OBSERVArJON 5 
-

Laboratory records of methods oftesting used do not provide the reference when employing me;hods in an approved new 
drag application and the referenced method is not modified. 

Specifically, 

In review of the finn's standard operating procedure, fb) (4) 

fb) (4) there is no reference of the USP, Chapter 61 and 62 as the reference method used in the 
growth promotion ofmedia and to assure sterilitr ofmedia. 

.. 
OBSERVATION 6 

Written records of investigations into unexplained discrepancies and the failure of a batch or any ofits components to meet, 
specifications do not always include the conclusions and follow-up. 

Specifically, 

A. In review of deviati(ln, Overdue Bactenal read-growth promotion, bulk media fill lot 72013, PR # 
8343, the bacteria plate was incubated (b) (4) longer. The deviation was incomplete and did not 

, I 

. indicate the incubation of a negative control. No corrective and preventive action generated to assess the 
significance of the problem. 

In review of deviation, Environmental Surface Monitoring Excursion -Action l421-R-4(14SEP09), 
PR#8844, (b) (4) ofbacteria was isolated from sample site west door in 1421 airlock, MODA # 
CHP)9821 on September 14, 2009. The bacteria isolated was Staphylococcus epidermis, a human flora 
Investigation did not include the environmental monitoring of the operators or the airlock. A corrective 
and preventive action was not generated and implemented, and the investigation was incomplGte due to 
missing environmental data 

In review of deviation PR# 8283, Isolator Breach Process Simulation Lot #71973, a breach occurred on 
the left hand glove of suite 2 isolator in the process siIp.ulatipn lot #71973. In review of standard 

. operating procedure, 2-QML-090, Evaluation ofIsolator breaches, states,how to conduct a breach .' 
mvestigation. The investigation should include the following: 

I. Examine the integrity of the isolator 
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manufacture(b) (4) 

OBSERVATION 7

Specifically, 

SEE REVERSE 
OF THIS PAGE 
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2. Detei:mine breach areas 
3. Review EiIviromental Data 
4. R"view isolator operations 
5. Review cleaning and d~contarnination records and pro~edures 

6. Review any deviations or unusual events tothe processing of the 
product. 

7. Review operator technique or training records 
8. Rreview septic simulation results 

s, 

These are areas stated in the standard op~rating procedure to determine the cause of the deviation and 
included in the deviation report. All areas of investigations were not conducted, and the investigation 
report is inconclusive. No corrective and preventive action implemented to address the significance of 

-
B: SOP 2-0UA-Oll. '(b) (4) 

-
, states that Quality Systems Management will be responsible for ;~g that 

Deviations and QSE events are tracked and trended and for verifying CAPA implementation. However, 
between 04/24/08 and 12/04/09, 140 deviations or QSE events were initiated to report that a differential 
pressure system (DPS) alarm had been triggered in various rooms of the facility, including those used to 

However, quality contro1'was unable to provide documentation that this trend 
had resulted in the opening of an investigation or a CAPA report. 

Furthermore, between 02/15/08 and 10/28/09, 48 deviations'or QSE events were initiated to report that 
calibrations were overdue on various pieces ofequipment throughout the facility. However, quality 
control was unable to provide documentation that this trend had resulted in the opening of an 
investigation or a CAPA report. 

. 

Employees engaged'in the manufacture, processing, packing, and holding of a drug product lack the training required to ' 
perform their assigned functions. 

EMPLOYEE{~) SIGNATURE OAn ISSU".D 

Nicholas L. Paulin, Investigator TIfP
 
Cberrie A. Zachary, Microbiologist
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SOP 2-GEN-011, "Trainirig Procedure," states that it is the responsibility Of department management to 
ensure that employees are only to cOmplete tasks in which they have been' trained.. 

a. Training records reviewed for two ofthe four vial inspection operators and all three quality analysts 
revealed inadeql,late documentation for the employees for evaluation against the training criteria prior to 
receiving credit and performing the operation. ' . . ' 
b. Three of eighteen facilities technicians did not receive training on aseptic technique but were 

,considered by management to be qualified to perform the replacement of sanitized filters in the aseptic 
generation and distribution systems ofwater-for-injeetion used,to'manufacture fb) (4) Additionally, 
training records lacked,documentation that any of the eighteen facilities technicians had been trained to 
properly execute this filter repl¥ement procedure., 

OBSERVATION 8 

RecDrds assDciated with'drug product productiDn and cDntrDI and within the retentiDn periDd fDr such records, were not made 
readily available for authorized inspectiDn. ' 

Specifically, 

SOP 2-FAC-022, "Integrity Testing ofFacility Filters," states that the filter integnty test print-out .. 
should be attached to the pertaining work order. The GMP facilities engineering department was unable 
to provide documentation ofpre and post use integrity tests for the filters on several pieces of facility 
equipment which supply water for the manufacture and analysis orib

) (4) batches, including the 
water-for-injection (WFI) still #1, the WFI storage tank, the laboratory purified water (PW) system and 
the PW system #1. " 

OBSERVATION 9 

The persons double-checking the <:leaning and maintenance are not datitig and sigoing or initialing the equipment cleaning
 
and,use Jog. '
 

,Specifically, 

The daily, weekly, and monthly cleaning checklists for the filling grade AlB areas do not contain dates, 
. 

. 

'EM?l.OYEE{Si SIGNATl.lRe OATElSSUED 

Nicholas L. Paulin, Investigator 1111
 
Cherrie A. Zachary, MicrobiologIst
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initials or signatures verifying that a second operator perfo=ed adouble check indicating the room was 
adequately cleaned. . . 

. 
OBSERVATJO~ 10· 

Written procedureS are not followed for the cleaning and maintenance ofequipment, including utensils, used.in the 
manufacture, processing, packing or holding of a drug product. 

t.... Specifical)y, 

(b) (4)
.Calibration weights, 
to undergo the required (b) (4) 

following dates: 

Calibration weights 
8/4/09 
11/30/09 
12/8/09 

.-. (b) (4) 
sampling head 

9/28/09 
9/29/09 
1213109 

fbi (4) gloves 
10/2109 
10/13/09 

Quality Control EquipmentIBins 
8/5109 
1016/09 
10/7/09 
11/30/09 
1213/09 

SEE REVERSE 
OF THIS PAGE 
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.. 
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Nicholas L.. Paulin, 
Cherrie A. Zachary, 

. . 

sampling head(b) (4) ?;Ioves, and Quality Control EquipmentlBins failed 
application prior to elltry into the Grade AlB :(i.lling areas on the 

. 

.. 

. 

. 

tlII'TEISSUEO 

Investi'gator ?Iff .. 
Microbiologist 

Elizabeth L. Lorea.ux·, Investigat~~ t.\..A 12/23/2009 
Anna M. Brannen, Investigator\.lll1· . 
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